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conventional glass-based REs (GREs) in 
emerging wearable systems. Besides being 
nonflexible, the GREs are fragile, and it is 
difficult to miniaturize and integrate them 
for multisensor applications.[4–6] The peri-
odic filling of liquid KCl electrolyte needed 
in GREs also limits their use in con-
tinuous monitoring of health and water 
quality.[7,8] These limitations of current 
REs, along with the huge potential of flex-
ible and wearable systems,[5,9] are driving 
the research toward miniaturized and 
flexible/wearable REs. Currently, there 
is no commercial RE that could meet the 
requirements for flexible electrochemical 
studies.
In terms of the state of the art, various 
types of REs (Figure 1) have been explored 
for electrochemical applications. These 
include standard hydrogen electrode and 
saturated calomel electrodes (Hg|Hg2Cl2),[10] 
Ag|AgCl,[11,12] and Cu|CuSO4.[13] Among these, the Ag|AgCl-based 
REs are common and more attractive because of easy fabrication, 
stable electrode potential, and their nontoxicity.[10,14,15] Conven-
tional REs are fabricated on glass using AgCl coated Ag metal 
wire in a saturated KCl or enriched Cl− ion solution.[8,10,16] How-
ever, as discussed earlier, due to rigidity of glass, it is difficult to 
use GREs in emerging application such as wearables’ systems. 
For this reason, Ag|AgCl-based thin[17,18] and thick film[19–22] REs 
have also been explored recently. Although both these types of 
REs have been shown to have good potential for wearable and dis-
posable devices, they still have several limitations. For example, 
being a quasi-RE (i.e., absence of KCl layer), the majority of thin 
film REs exhibit fluctuations in the open circuit potential (OCP) 
while reacting with Cl− ions.[20] The unstable potential due to the 
decomposition of AgCl layer over a period of time is detrimental 
to the long-term operation of thin film REs. The absence of KCl 
in thin film REs also increases the issue of cross-sensitivity[23] and 
for this reason thick film RE have been explored. The thick film 
REs use KCl paste or polymer–KCl composites over AgCl elec-
trode,.[20,21] A common issue with thick films REs is their short 
lifetime due to rapid decay of KCl layer.[20,21,24] Further, the 
polymer-based KCl layer in these REs require long setting-up 
time (more than 2 h) prior to use. These issues have been 
overcome in the current work through development of flexible 
reference electrode (FRE) based on thick film Ag|AgCl|KCl.
The thick film Ag|AgCl|KCl-based FRE reported here has 
been developed with screen printing technique, which is known 
as a cost-effective electrode fabrication method.[25,26] The per-
formance of FRE has been evaluated through electrochemical 
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Flexible Reference Electrode
1. Introduction
Reference electrodes (REs) are key components of fabrication of 
chemical or biosensors and are central to the electrochemical 
characterization techniques such as cyclic voltammetry (CV), 
potentiometry, electrochemical impedance spectroscopy (EIS), 
etc. They are needed to characterize active working electrode 
(WE) materials in the energy storage devices such as batteries,[1] 
supercapacitors (SCs),[2] and dye-sensitized solar cell.[3] REs 
with stable potential are needed in these cells and in various 
electrochemical or bio sensing devices (e.g., pH and glucose 
sensors, etc.) for wearable electronic skin (e-skin) in health 
monitoring.[4–6] The electrochemical sensors for wearable sys-
tems require REs and sensitive electrodes (SEs) to have flex-
ible form factors. These requirements make it difficult to use 
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studies involving: a) evaluation of electrode potential, b) pH 
sensor characterization, and c) characterization of active elec-
trode of SCs. The FREs were implemented to test the electro-
chemical performance of RuO2-based pH sensor in different 
buffer solutions and also with graphene-based SC. Currently, 
majority of the electrochemical studies related to SC/batteries 
use an external GRE. Our electrochemical studies reveal that 
the FRE will be attractive alternative to GREs for the investiga-
tions related to the performance evaluation of active electrode 
material of SCs in a three-electrode system.
2. Results and Discussion
2.1. Structural Characterization
The surface morphology and cross-sectional view of the Ag and 
glass–KCl layers were imaged using scanning electron micro-
scopy (SEM) as shown in the images in Figure 2. Figure 2a shows 
the surface morphology of conducting Ag electrode on polyeth-
ylene terephthalate (PET) substrate. The screen printing used 
here is a promising method as the electrode shows continuous, 
dense, and porous structure. After chloridization of Ag electrode 
layer, the glass–KCl layer was printed on it and the surface 
morphology is shown in Figure 2b. The surface morphology of 
the glass–KCl film shows porous microcrystalline structure 
with the size in the range of few microns. The printing process 
also ensured that the glass–KCl composite paste was strongly 
adhered on to the AgCl layer and PET. The tilted view of the 
composite film with PET (Figure 2c) shows the structural uni-
formity across the cross section. The approximate thickness 
of the film observed from the cross-sectional view is around 
12 µm. The high-resolution image (Figure 2d) of KCl composite 
shows the resulted porous morphology and the micron sized 
(0.5–0.8 µm) crystalline structure crystals. The cross-sectional 
image in Figure 2e shows that the KCl composite film prepared 
using copolymer and KCl powder is strongly adherent to the 
Ag electrode film. This strong adhesion allows the RE to with-
stand the bending stress. The SEM image shown in Figure 2e, 
after pH measurement, reveals an excellent stability. The pore 
size (surface area) of the film was measured from SEM image 
(Figure 2b) by using ImageJ software. The analysis showed that 
the average pore size distribution of electrodes is about 22 nm 
(Figure 2f). The macroscopic roughness and porosity of the 
film lead to faster responsivity of the electrodes.[27] The rough-
ness and porosity strongly influence the electrode–solution 
interaction and lead to improved electrochemical performance. 
To investigate the electrode–electrolyte interaction, we also 
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Figure 1. Distinct types of RE (top) and its applications in sensors fabrication (right), investigation of material property of different devices (left) using 
different analysis method (bottom).
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measured the contact angle by using an optical image of FRE 
film in contact with de-ionized water, as shown in Figure 2g. 
The observed contact angle is about 48°, which indicates the 
hydrophilic nature of film while reacting with the solution. 
This strong interaction of FRE with the solution enhances the 
performance of sensors.
2.2. Evaluation of Electrode Potential
A stable potential is required for the use of the REs in any 
sensor or other electrochemical characterizations. Figure 3a 
shows the variation of OCP of FRE against a commercial 
GRE in buffer solution of pH value 7. When a thick film RE 
is dipped in the test solution, the ions in solution are trans-
ported through the hydration port and reach the electrode sur-
face. This process creates a potential difference with respect to 
other electrodes which are used for testing. From the OCP of 
FRE versus GRE, we found that during initial measurement 
the value of OCP was unstable and showed weak signal due to 
the hydration response of the glass KCl composite film. After 
initial stabilization phase of about 2 h, the potential became 
stable with the magnitude of 68 mV. It was found that the 
ion conductive KCl channel of the newly printed electrodes 
functions properly because of the initial stabilization phase. 
However, the glass–KCl composite used ethyl cellulose as a 
binder for the paste formation, which has lower value of the 
potential against GRE (≈10 mV).[11,28] Currently, we have used a 
copolymer-based binder paste. Generally, the binder materials 
are known to influence the hydration time and stability.[20,21] 
After initial stabilization phase, both the FRE and RRE were 
found to stabilize to their OCP values in less than 20 min (after 
storing the electrode in the dry atmosphere). The glass–KCl 
composite based REs stabilize faster than the polymer–KCl 
matrix based thick film REs. This is due to the high mobility 
of the Cl− ion in the case of glass–KCl paste with respect to 
polymer-based KCl paste.[20,21]
The comparison of OCP of GRE and FRE with RuO2-based 
SE is also presented in Figure 3a. The performance of thick 
film RE was evaluated by measurement of OCP against and pH 
SE. The comparisons of OCPs of GRE and FRE with SE (shown 
in plots (ii) and (iii), respectively) are given in Figure 3a. It may 
be observed that the SE shows a potential of 30 mV against 
GRE and −31 mV against FRE. This difference is because of 
stable potential value of FRE, as observed in the curve (i) of 
Figure 3a. Hence, thick film FRE shows stable potential when 
used for pH-sensing application. A further analysis is given in 
the following section.
For flexible electronics applications, the evaluation of the 
values of OCP under different bending conditions is crucial. 
Figure 3b shows the OCP values of FRE against GRE under 
bending radii of 3, 5, and 7 mm. The bending appears to have 
little influence of the OCP values as the variation with bending 
is low (±4 mV). While implementing the FREs for sensors 
applications, this observed variation in the value of OCP could 
be easily compensated with electronics.
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Figure 2. SEM image of a) surface morphology of Ag electrode over PET, b) top view of glass–KCl composite film, c) tilted view of glass–KCl composite 
film, d) glass–KCl composite on the top of AgCl layer, e) cross-sectional view shows various layers of the FRE film, f) pore size distribution measured 
from post-processing of SEM image using ImageJ software tool, and g) optical image of contact angle measurement.
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2.3. Amperometric pH Sensor Characterization
A further analysis of REs for pH-sensing application was car-
ried (with SEs from RuO2–Ta2O5) through CV analysis in varied 
pH solutions, as shown in Figure 4. Figure 4a show the CV 
plots of SE with FRE from this work. The plots were obtained 
for a pH range of 4–10 at a sweep rate of 100 mV s−1. The 
observed redox peaks in the CV spectrum is due to the influ-
ence of redox reaction of active RuO2-based SE electrode. In 
the pH range 4–8, we have observed a variation of ≈9 µA pH−1 
at 1 V. For pH 8 solution, the comparison of FRE (Figure 4b) 
with GRE and RRE in the CV spectrum shows that that redox 
peaks are almost similar with minor shift in peak position and 
height. The variation in the peak position in GRE, RRE, and 
FRE against RE could be due to the influence of potential and 
the flow of current in thick film electrode. As compared with 
GRE, the FRE current flow is higher in redox reactions due to 
low impedance and is observed in the EIS analysis. The CV 
analysis demonstrated that the presented FREs are suitable for 
amperometric analytical measurements for characterization of 
sensors.
2.4. Thick Film Reference Electrodes for Characterization 
of Energy Storage Devices
For SC and battery applications, it is important to evaluate the 
electrochemical performance with CV and EIS analysis, etc.[29–31] 
to predict the performance of devices. Figure 5a shows the com-
parison of CV analysis of two-electrode system (WE vs GRE and 
WE vs FRE) at 100 mV s−1 sweep over H3PO4 electrolyte. The 
CV analysis reveals that the shape of the spectra are apparently 
same, with minor variation in peak maxima and area of the 
curve. The large cathodic peak is observed for WE versus FRE in 
Figure 5a is similar those observed for pH sensor applications. 
This is attributed to the working potential window of SC. Due to 
non-Faradaic reaction of the multilayered graphene sheet (MGS) 
in aqueous electrolyte, there is no redox reaction observed in 
the CV spectrum.[32] In addition to this, we observed that the 
FRE can be used to operate at a wide scan rate (50–300 mV s−1; 
Figure 5b). It was observed that with increase in the scan rate 
from 50 to 300 mV s−1, the increased in the peak current is sim-
ilar to the reported works on SC characterization with external 
GRE.[29] A similar observation was found with NaCl electrolytes.
Adv. Mater. Technol. 2018, 1800252
Figure 4. a) CV spectrum of thick film pH SE with FREs in pH buffer 
solutions and b) comparison of GRE, RRE and FRE with SE at pH 
8 buffer.
Figure 3. a) The OCP between the i) FRE versus GRE, ii) GRE versus 
SE, iii) FRE versus SE and b) the potential variation with and without 
bending of FRE.
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The capacitive performance of WE and the ion exchange reac-
tion between the WE–electrolytes (i.e., 3 m NaCl and H3PO4) 
interface were investigated by using EIS analysis (Figure 5c–f) 
in two-electrode systems. The observed Nyquist plots from 
complex impedance data for the WE versus GRE and FRE in 
H3PO4 and NaCl solutions is shown in Figure 5c,d respectively. 
From the Nyquist plots, it is observed that the variation in mag-
nitude of real and imaginary parts of the impedance is similar. 
Even though the electrolyte and WE are similar, a significant 
difference in real part of impedance (Zreal) was observed in 
the high-frequency range, as shown in Figure 5e for H3PO4. 
This difference in impedance in the high-frequency range 
is due to the influence of REs. In comparison with FREs, the 
impedance value of GRE at high frequency (100 kHz) is almost 
500 times higher. Generally, Zreal at higher frequencies is due to 
the charge transfer resistance of electrode material, and resist-
ance due to electrode–electrolyte interaction.
The Bode phase plot of EIS analysis shown in Figure 5f 
confirms the influence of frequency on the electrodes perfor-
mance. Figure 5f compares the Bode angle plot for GRE- and 
FRE-based measurements in both NaCl and H3PO4 electro-
lytes. The characteristic frequency (f0), the frequency at −45° 
phase angle where the capacitive and resistive impedances are 
equal, of the device in different electrolytes can be obtained 
from Figure 5f. With f0 of the SC, the relaxation time constant 
(τ0) can be obtained using:
τ = f1/0 0  (1)
The comparison of f0 and τ0 for measurement of FRE and 
GRE with MGS for NaCl and H3PO4 for two-electrode sys-
tems is shown in Table 1. For both electrolytes the value of f0 is 
higher in FRE (in two-electrode system) and the corresponding 
τ0 for MGS electrode is in the rage of milliseconds. This vari-
ation in frequency and time constant could be due to the low 
impedance of electrode while reacting with solution. Hence, 
EIS analysis of two-electrode system measurement shows 
that there is current flow in thick film RE, which influences 
the charge transfer resistance of the electrode and hence the 
measurements.
A further analysis of the influence of electrode configura-
tion on EIS analysis was carried out by using a three-electrode 
system. Figure 6a shows the variation of impedance with 
frequencies for WE against GRE, RRE, and FRE in NaCl 
electrolyte solution. It may be noted from Figure 6a that the 
impedance in high-frequency range is almost the same. This 
is dissmilar to the measurements in a two-electrode system 
(Figure 5) where significant difference was observed in the 
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Figure 5. Electrochemical analysis of graphene electrode for SCs in two-electrode system a) comparison of CV analysis of WE with GRE and WE 
with FRE in H3PO4 electrolyte. b) CV spectra of WE with FRE at different scan rates. c,d) Comparison of Nyquist plot of WE with GRE and WE 
with FRE at H3PO4 and NaCl electrolyte, respectively. e) Bode impedance plot for WE versus FRE and WE versus GRE in H3PO4 electrolyte, and 
f) comparison of Bode plots for WE with GRE and FRE for NaCl and H3PO4 electrolytes.
Table 1. Comparison of characteristic frequency and relaxation time for 
SC electrode measurement with GRE and FRE.
Parameter NaCl H3PO4
GRE FRE GRE FRE
f0 [Hz] 2.1 1262 1.12 298
τ0 [s] 0.47 0.7 × 10−3 0.89 3.3 × 10−3
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high-frequency range. Hence, the electrode configuration for 
measurement influences the EIS analysis. To investigate the 
full cell for symmetric SC[2,30] with the two-electrode configura-
tion, we carried out the EIS analysis and measured impedance 
variation to compare with the analysis made with presented 
FRE and GRE. Figure 6b shows the comparison of impedance 
changes in NaCl electrolyte. It shows that the passage of cur-
rent in thick film RE, the FRE, and full cell demonstrates sim-
ilar electrochemical performance.
We have obtained the areal capacitance (CA) of SC by using 
the following expression.
pi( )= −C fZ1/ 2A imag  (2)
where f is the frequency and Zimag is the imaginary part of 
the complex impedance. The variation in CA with f is shown 
in Figure 6c. In low-frequency range, the areal capacitance for 
both FRE- and GRE-based measurements is in the order of 
tens of µF cm−2 for H3PO4 electrolyte which is similar to that 
of symmetric full cell of SC. Comparison of CA for MGS with 
different electrodes and measurements is given in Table 2. 
Here we found that at 1 mHz, the SC has capacitance of 
75 µF cm−2 for WE versus FRE and 65 µF cm−2 for WE 
versus GRE. This difference in capacitance is due to different 
ionic resistances offered by the electrodes as a result of varied 
diffusion of ions at low frequencies (Figure 5c). In the EIS 
measurement, the WE versus FRE shows a lower value of 
resistance than for WE versus GRE. When we compare the 
value of CA of SC for NaCl and H3PO4 electrolytes, the H3PO4-
based devices show higher value of areal capacitance. This is 
because of higher mobility of H+, in comparison to Na+, and 
matches with previous reports.[32] From these analysis, we can 
confirm that for three-electrode system measurements related 
to energy storage material for SC and batteries, the thick film 
REs offer an attractive alternative for the bulky GREs.
3. Conclusion
The presented flexible Ag|AgCl|KCl-based thick film REs on 
flexible PET substrates, with stable OCP, offer an attractive 
alternative for the bulky GREs. The stable OCP (68 mV vs 
glass-based Ag|AgCl RE) of FREs is owing to the new glass–
KCl composite based paste, which is screen printed on to AgCl 
layer. Further, the presented FRE exhibits negligible variation 
(±4 mV) in OCP with different bending conditions. The fabri-
cated FREs have been evaluated against GRE, in context with 
their suitability for characterizing electrochemical pH sen-
sors and the electrodes of SCs. The amperometric pH sensing 
shows that the FREs with RuO2-based pH-sensing electrode 
exhibits a sensitivity of 9 µA pH−1. The electrochemical inves-
tigation of FRE with graphene electrode for SCs with H3PO4 
electrolyte shows a capacitance of 75 µF cm−2 at 1 mHz. These 
results show that the fabricated thick film FREs can be imple-
mented for wearable sensors and for electrochemical charac-
terization of active electrode material for several applications.
4. Experimental Section
Screen printing technique was used in this work to fabricate the thick 
film FREs. Initially, for making the a glass powder–KCl composite paste, 
the KCl powder was prepared by milling the KCl salt in isopropyl alcohol 
(IPA) with a planetary ball mill for 2 h. After milling step, the slurry was 
transferred to a petri dish and this was annealed at 80 °C for 2 h to 
remove the IPA content. The resulting fine KCl powder was mixed in 
equal weight (1:1) proportion with a lead free glass powder composite 
in presence of IPA. This was followed by ball milling for 3 h to obtain 
a homogeneous mix of glass–KCl composite. The mixture was dried at 
80 °C for 2 h. To prepare the paste suitable for printing, the glass–KCl 
composite powder for 30 min in an agate mortar was thoroughly mixed 
with a binder made of copolymer of poly (methyl methacrylate), poly 
(butyl methacrylate), and using butyl carbitol acetate as solvent. This 
binder was cured at ≈120 °C, which is suitable for fabrication of flexible 
electrodes.[26]
The fabrication steps of the proposed FRE are shown in Figure 7a. As 
a first step, the Ag paste (DuPont 5000) was printed on PET substrate, 
followed by annealing at 120 °C for 1 h. With this a strongly conductive 
flexible Ag electrode was obtained. Initially, one end of the Ag electrode 
was converted into AgCl layer by chloridization during dip coating.[11,33] 
The Ag electrode end was dipped for 1 min in sodium hypochlorite 
solution (Sigma-Aldrich). Further, the glass–KCl composite paste was 
screen printed on AgCl layer and dried at 120 °C for 2 h. The glass–KCl 
layer served as the salt bridge in solid-state thick film RE. To reduce the 
decay time of glass–KCl layer (while reacting with the test solution), a 
Figure 6. The EIS analysis of a) three-electrode system, b) two-electrode systems with full cell, and c) areal capacitance variation with frequency.
Table 2. Comparison of the capacitance of SC in H3PO4 solution for 
two-electrode system.
Cell configuration Capacitance [µF cm−2]
WE versus GRE 65
WE versus FRE 75
Full cell 59
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polyurethane resin based insulating epoxy layer was coated on to the 
electrode.[24] Polyurethane offered flexibility and protected the RE from 
rapid decay of KCl. While coating the protective resin, a small slit for the 
hydration port was left to allow the penetration of solution to electrode, 
as shown in Figure 7a. The other end of Ag electrode was used for 
external circuit connection. The image of fabricated FRE is shown in 
Figure 7b.
The surface morphology of thick film glass–KCl composite was 
observed with scanning electron microscopy (FEI Nova NanoSEM) and 
the electrochemical measurements were carried out for two- and three-
electrode systems with Metrohm Autolab (PGSTAT302N, Netherland). 
For testing the performance of FRE, commercial GRE (Sigma Aldrich, 
UK) thick film rigid RE (RRE)[28] fabricated on alumina substrate 
and RuO2-based pH-sensing electrode were used.[22] The FRE was 
characterized to measure their OCP response against a commercial GRE 
(Autolab, Netherland) and RuO2-based pH SE in a buffer solution of 
pH value 7. The influence of bending on OCP of the FRE was evaluated 
by bending them (over radius of curvatures of 3, 5, and 7 mm). The 
sensing performance of the developed FRE was demonstrated by using 
pH-sensing electrode. The analytical performance of the sensor was 
monitored with CV analysis of FREs against the sensing electrode. Here 
CV analysis of the pH SE was carried out against GRE, RRE and FRE in 
pH buffer solution in the range of 4–10.
To investigate the electrochemical performance of SCs based on MGS 
(Graphene Supermarket, US), CV and EIS analysis for two and three-
electrode systems were performed. In three-electrode system, Pt was 
used as a counter electrode, and the proposed RE and MGS were used 
as WE. For a two-electrode system, the FRE served as shared counter 
and RE. The electrochemical performance of the WE were also compared 
with GRE and FRE/RRE. The CV analysis was carried out by varying 
the scan rate from 5 to 300 mV s−1 between +0.5 and −0.5 V. The EIS 
analysis was carried out at frequency range of 1 mHz to 100 kHz with 
10 mV sinusoidal signal. The 3 m NaCl and H3PO4 solutions were used 
for electrochemical study of SC electrolytes. The SC performance was 
evaluated by developing a full cell using two identical MGS electrodes 
and cellulose/polyester as a separator.
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